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SUMMARY 


In an investigation to improve the accuracy of "balanced— pressure 
indicators, the most serious error in light— spring diagrams made with a 
conventional clamped— diaphragm balanced— pressure indicator was found. to 
be a zero shift due to elastic stress in the diaphragm. This error can 
be reduced to negligible proportions by leaving the edges of the diaphragm 
free, thus eliminating the practice of clamping the edges of the diaphragm 
between the backing plates. The use of such a free— diaphragm unit affords 
a means of obtaining very satisfactory light— spring diagrams from a high- 
speed engine. 

It was found that both clamped— and free— diaphragm units have an 
uncertainty of about ±30 X 10 r° second in time response when the rate of 
pressure change dp/dt is 20,000 to 30,000 psi per second. This uncer- 
tainty was unaffected by considerable changes in the mass, stiffness, and 
travel distance of the diaphragm. The introduction of a restricted 
passage between the diaphragm and the cylinder had a relatively small 
effect on diaphragm response to moderate rates of pressure change. 

Electrical indicators tested did not appear to be suitable for light- 
spring diagrams. A sampling— valve indicator was unsatisfactory because 
of the length of time (0.001 sec) during which the valve was open; this 
caused distortion in the response to transients. 

A rotating valve has been developed which makes it possible to test 
and compare indicator pickup units in a manner which shows both their 
responses to transient pressure change and the presence or absence of 
error in measuring pressure level. This valve is similar to the familiar 
three-way valve, but is made in disk form. Rates of pressure change 
of 30,000 psi per second are easily obtained; this compares with the rates 
usually encountered in light— spring diagrams from internal— combustion 
engines . 


INTRODUCTION 


The accurate measurement of the pressures existing during the inlet 
and exhaust processes of the internal-combustion— engine cycle is a diffi- 
cult problem. Although the rate of pressure rise is relatively low and 
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the dynamic errors may he reduced in consequence, the sensitivity m u st 
be very great in order that it may record the small changes in pressure 
occurring during these parts of the cycle. This requirement for high 
sensitivity necessitates the use of a primary measuring element with 
small errors due to mass, stiffness, and damping. In the case of the 
conventional balanced— pressure indicator, this objective can be reached 
by reducing the diaphragm motion; obviously, if the- diaphragm did not 
have to move at all when the unknown pressure reached the value of the 
balancing pressure, there would be no dynamic error. There could, of 
course, be a static zero error. 

Experience has indicated, however, that the diaphragm motion mu st 
not be too small or the electrical contact will cause- erratic behavior 
and poor diagrams of the engine cycle. Since the motion of the diaphra gm 
cannot be indefinitely s m all, the use of a flexible diaphragm is desirable 
in order to reduce the error due to elastic stress in the diaphragm as it 
flexes during the cycle. But such a flexible diaphragm must be supported 
by perforated backing plates in order to limit its motion to a small 
amount during the part of the cycle when the unknown pressure is not 
equal to the balancing pressure. A question then arises as to the effect 
of the backing plates upon the diaphragm motion. 

Aside from the possibility of a damping lag introduced by the backing 
plates, it can be stated with certainty that there is a lag due to the 
mass of the diaphragm. With the assumption that stiffness and damping 
are negligible, this time lag' At can be shown to be: 

At - K(*)^ 3 


where 

m mass of diaphragm in motion 

h diaphragm travel necessary for recording 

A diaphragm area 

C time rate of pressure change 

K constant dependent upon dimensions of units used 

If it is assumed that the entire diaphragm moves, this can be expressed 
as 


At 
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where 

y diaphragm, thickness 

£ density of diaphragm material 

k 2 constant dependent upon units used 

Since the pressure error Ap = C At, 

Ap = (^/^(ySh) 1 /^ 


This is the equation for the pressure error of a halanced— pressure indi- 
cator having a diaphragm, with negligible stiffness and no damping. 

The Justification of the preceding assumptions is not clear in the 
actual pickup unit of the balanced-pressure indicator. Accordingly, it 
was proposed to develop a means for determining experimentally the effect 
of changes in the important design parameters. The experiments were 
arranged specifically to determine these effects under conditions approxi- 
mating those existing in the low-pressure parts of an engine cycle. This 
region of the cycle is of especial interest because the thermodynamic 
analysis of the combustion process depends upon a knowledge of the initial 
conditions of state of the cylinder contents before compression. It is 
also of interest in the study of volumetric efficiency and pumping losses. 

In the absence of a standard indicator, the logical approach to the 
problem appears to be to conduct comparative tests of indicators with 
many different design features. This method was used by Caldwell and 
Fiock (reference 1) in their work on explosion pressures in constant- 
volume bombs. 

For the purpose of determining by comparison the effects of design 
changes in a particular indicator or of comparing the responses of 
different types of indicator, a machine was needed which would produce 
a pressure which varied with time in a known manner; further, in order to 
study indicators of the point-by— point type, it was desirable that this 
pressure— time function repeat itself precisely with a reasonably high 
repetition rate. Two methods for achieving this end appeared to be 
promising: 

The first method consisted in enclosing a known mass of a gas with 
known properties and then changing the volume of the gas in a known 
cyclic manner. The simplest cycle should be adiabatic and isentropic. 

The second method consisted in establishing two reservoirs operated 
at different static pressures; a third small reservoir then to be 
connected alternately to the two steady— pressure reservoirs. Thus, after 
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brief transient periods, the pressure in the third reservoir would be 
equal, alternately, to the two steady pressures. The assumption in the 
second method is that the pressure in the third small reservoir will come 
to equilibrium with the steady pressure during the limited time available. 

Although the second method would not yield complete knowledge of the 
pressure-time function, it would provide a cycle which could be repeated 
quite precisely and which contained two established pressure levels. 

The first method appeared to offer more serious objection, both because 
of the necessary thermodynamic assumptions and the difficulty of varying 
a sealed volume in a sufficiently precise manner. 

This investigation was made at the Sloan Laboratories for Automotive 
and Aircraft Engines, Massachusetts Institute of Technology, under the 
sponsorship and with the financial assistance of the National Advisory 
Committee for Aeronautics . 


APPARATUS 

Description of Square— Wave Calibrating Valve 


The elements of the valve which was used to apply alternately the 
two steady pressures to the indicator pickup units can be seen in the 
assembly drawing (fig. 1) and in the photograph (fig. 2). The valve is 
simply a three-way valve made . in disk style instead of the more familiar 
plug type. 

The valve consists of two cast-iron boxes which form the steady- 
pressure supply reservoirs and also serve as a supporting structure for 
the remaining parts. Between these boxes two thick side plates, cast 
from Meehanite, are clamped. Each side plate contains two threaded 
openings for indicator pickup holes. These ports register with similar 
openings in the boxes, thus communicating with the pressure reservoirs. 

The side plates are separated by a. steel annulus. Between the side 
plates and inside the annulus is the rotating valve disk. This disk is 
made of steel and is finished with hard chromium plate. It floats freely 
on a spherical region in the center of the drive shaft and. is driven by 
means of a small pin which engages a keyway in the center bore of the 
disk. The valve disk (fig. 3) has. two long annular ports, cut through 
the disk. These ports are the means by which the pickup units communi- 
cate with the stationary ports in the. side plates. These ports in the 
rotating disk are long enough to overlap either pair of pickup unit holes 
and either pair of the stationary side-plate ports; but they are so short 
that the reservoirs containing different pressures cannot ever communi- 
cate with each other. A schematic operating cycle is shown in figure 4(a) 
If a pair of pickup units mounted adjacently are considered, then from 
point A to point B the units are in communication with each other and 
also with the pressure reservoir Pg. From B to C they are in 
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communication with each other only; from C to D they are in communication 
with each other and with the pressure reservoir P^; from D to E the 
units are separated by a solid portion of the valve disk and neither is 
in communication with either of .the pressure reservoirs. The portion of 
the cycle E— F-G— B-A is similar to A— B— C— D-E except that the other rotating 
port is in action for the pair of units considered. 

• The reason that the flat "top" portion of the wave is of longer 
duration than the lower part is that each stationary pressure— supply port 
extends over a considerable angle and the pickup holes themselves occupy 
several degrees. If the direction of rotation of the disk is reversed, 
the cycle shown in figure 4(b) will be followed. The important thing 
which should be noted is that the solid— line portions of these cycles are 
the only regions wherein a comparison of pickup units is always permis- 
sible; in other portions of the cycles, the units are either not in 
communication with each other or are in transient states which do not 
necessarily start from the same initial state.. In the dashed— line 
portions of the cycles the units are in communication with each other 
and probably have recovered from any effect of transient changes from 
different initial states. 

The valve assembly was supported between two tanks, as shown in 
figure 5* Large flow passages were provided from these tanks into the 
pressure reservoirs in the cast-iron boxes of the valve assembly. Suit- 
able gages and manometers were provided for measuring the pressures in 
the tanks . 


Recording Apparatus 

A reversible direct— current motor provided variable— speed drive, 
and an extension shaft from the same motor was used to drive the recording 
drum of the M.I.T. high-speed indicator. Other apparatus used consisted 
of a cathode— ray oscillograph and suitable amplifiers and marker circuits 
for observing the output of electronic pickup units; a high-speed strip 
camera of M.I.T. design was used for photographing the oscillograph trace. 

For measurement of very short time Intervals a synchroscope was 
used. This instrument is a cathode— ray oscillograph with calibrated 
sweep speeds as high as 1*35 X 10° inches per second. Provision is made 
to initiate the sweep either upon application of the transient being 
studied or by means of a signal from an external contactor. 


Types of Indicator Tested 

Most of the tests were conducted with balanced-pressure pickup units 
of M.I.T. design (fig. 6). These units are, quite conventional and are 
designed for reasonable compactness and ease of manufacture. As can be 
seen in figure 6, these units have a clamped diaphragm, and it is quite 
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likely that upon assembly an elastic deformation of the diaphragm will 
occur either toward or away from the electrical contact. Unless the 
clearance for diaphragm motion is so large that buckling occurs ("oil- 
can" effect), this condition should not affect the measurement of pressure 
differences, but it will, of course, result in inaccurate absolute- 
pressure determinations because of the elastic "zero shift." In order 
to avoid this zero shift, a pickup unit with a free diaphragm was devel- 
oped. It is the same as the unit shown in figure 6 except that the 
diaphragm is not clamped but floats in a recess cut in one of the backing 
plates as shown in figure 7* 

An electrically operated sampling valve was also tested. This device 
has a small poppet valve with its seat at the end of the threaded mounting 
shell. A contactor driven by the direct-current driving motor was used 
to discharge a condenser through a solenoid. This surge of current 
applied an impulse to an armature which opened the poppet valve briefly • 
(about 0.001 sec, according to the manufacturer of the unit). The dis- 
charge pressure from the sampling valve was measured by a manometer after 
equilibrium was reached. 

A magretic pickup designed at M.I.T. was used for some measurements. 
It is described in reference 2, and it has a stiff steel diaphragm with 
a first-mode natural frequency of 90,000 cycles per second. Its output 
is proportional to dp/dt. 

A quartz-crystal piezoelectric pickup unit of commercial design was 
used for comparison with the balanced— pressure units. It was used in 
conjunction with suitable amplifiers and a cathode-ray oscillograph. 


RESULTS AND DISCUSSION 
Calibrator Performance 


The assumption that the pressure level at the pickup unit reached 
the value of the pressure in the steady-pressure reservoir was checked by 
means of the electrically operated sampling valve. Figure 8 shows a 
record obtained with this device. For comparison, a record made with a 
free— diaphragm balanced-pressure unit is superimposed upon the sampling- 
valve data. At any particular sampling point, the equilibrium pressures 
plotted are intermediate between the pressures in the cycle at beginning 
and end of the sampling-valve opening period. If these pressures are only 
slightly different, the approximation will be good} with high rates of 
pressure change, the distortion is serious. This method of obtaining 
pressure records proved to be exceedingly tedious, but it was demonstrated 
that the pressure at the pickup location in the square-wave calibrator, 
after the transient change, oscillated about the steady-pressure level in 
the reservoir. 
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Zero Shift 

The clamped-diaphragm units frequently exhibited, a zero shift due 
to clamping stresses in the diaphragms. Tests were conducted to deter- 
mine whether this zero shift, as measured statically with a manometer, 
would agree with the shift of the square— wave diagram under dy nami c 
conditions. Almost without exception the agreement was within ±0.2 inch 
of mercury. The width of the spark— recorded line on the diagrams made 
it impracticable to read pressures much closer than ±0.1 inch of mercury 
on the largest— scale diagram. 


Effect of Pickup Location 

A series of tests was made to determine whether the locations in 
the machine of two units being compared had a measurable effect upon the 
responses of the units. Figure 9 shows the result of such a test. A free- 
diaphragm unit was used for this test to avoid a zero shift. Since the 
natural frequency of such a diaphragm is low, the response to the rapid 
pressure variation in the acoustic vibration region is poor. The behavior 
when dp/dt is high, in the transient region, discloses no appreciable 
differences in the form of the pressure wave at the two locations. Other 
tests showed a similar agreement. 


Effect of Diaphragm Motion 

A further series of tests was made to determine the effect of 
diaphragm clearance on the performance of the free-diaphragm unit. 

Figures 10(a) to 10(d) illustrate this effect. It will be noticed that 
the detail in the response to the acoustic waves improves as the clearance 
is reduced. This effect has been noted in clamped-diaphragm units also. 
The lower limit in units of this design, with diaphragms of 0.001 5— inch- 
thick steel, appears to be from 0.005 to 0.001 5 inch of diaphragm travel. 
If the motion is too small, the detail in the records is suppressed, and 
the unit may become entirely inoperative. Even for the extremes of clear- 
ance used for the diagrams in figures 10(a) to 10(d), however, the 
response to rapid pressure change (28,000 psi/sec) was not measurably 
affected, and the steep sides of these diagrams "fit" almost perfectly 
when superimposed. 

The general behavior of the free-diaphragm unit was encouraging; 
where the clamped-diaphragm units often exhibited a change in the elastic 
zero shift during operation ("shake-down"), this never occurred in the 
free-diaphragm unit. In fact, the free-diaphragm unit seldom exhibited 
any trace of elastic zero shift. Some doubts were- held concerning the 
use of this unit in a firing engine, but these were later at least 
partially dispelled. 
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Effect of Restrictions 

Some experiments were made to determine the effect of reduction in 
the connecting passages between the pressure being measured and the pickup 
unit. For this measurement, two adapters were used (fig. 7)* One had a 
small cross-sectional area and the other, a large area. Figure 11 shows 
a typical result with the large adapter. The two diagrams were made on 
the same sheet while on the recording drum. The agreement is fair, even 
in the steepest portion of the cycle, although there is a suggestion of 
a more slowly rising pressure at the end of the adapter passage. 

Figure 12 shows the superimposed diagrams from units with and without 
the small— adapter passage. Again, there is a perceptible difference, 
although not so large as might have been expected. Note that this diagram 
was made with the direction of rotation reversed so that the time scale 
is backward; also, the rising pressure transients start from the same 
initial pressure, but the falling transients do not. (See fig. 4(b)). 


Effect of Perforated Backing Plates 

The effect due to damping of the air and diaphragm motions by the 
backing plates was investigated by comparing the responses of units with 
the standard design of backing plates (small holes) and with very large 
holes, as shown in figure 7- The differences in response are not system- 
atic, as can be seen in figure 13, except in the region of the diagram 
where agreement cannot be expected (explained under APPARATUS). Of 
course, a unit with such large holes in the backing plates would fail 
almost immediately in an engine because of inadequate diaphragm support; 
but the use of small holes apparently does not cause .serious distortion 
in. the response when dp/dt is comparable with the dp/dt in the low- 
pressure part of an engine cycle. 


Detection of Small Errors in Response Time 

The foregoing tests showed that pickup units constructed in accord- 
ance with figure 6 could be expected to yield accurate responses to the 
low-pressure parts of an engine cycle, except for the elastic zero shift 
experienced with clamped diaphragms, and that this difficulty may be 
substantially reduced by the use of free (unclamped) diaphragms. It is 
obvious, however, that there must be small errors due to diaphragm inertia 
and damping effects. With rates of pressure rise of 20,000 or 30,000 psi 
per second, these errors are too small to be. measured with recording— drum 
speeds as high as 2000 rpm. This corresponds to a linear speed of 
300 inches per second. On the spark— recorded diaphragm, measurements could 
be made, in. the limit, within about ±0.01 inch, which corresponds with 
i0. OOOO33 second (33 microsecond). It was felt that there might be 
systematic differences in the pickup responses which could be hidden 
within this region of uncertainty. 
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For the investigation of this possibility the synchroscope was used 
to indicate accurately the difference in time between the instant of 
diaphragm contact in one unit and that in another when the units were 
subjected to the same pressure wave in the square— wave valve. Two 
"identical" clamped-diaphragm units were assembled and checked for zero 
shift. When tested as described, it was found that the time difference 
in diaphragm motions varied erratically from 0 to about 25 microseconds. 
Neither unit consistently lagged behind the other, and this resulted in 
a total spread of about 5 ® microseconds. This erratic behavior was not 
appreciably changed by gold plating on the diaphragms and contacts. When 
the diaphragm clearance was increased in one of the units (in an attempt 
to cause a delay in recording by increased travel time), this unit still 
recorded earlier some of the time. Free— diaphragm units showed the same 
erratic behavior and about the same spread in results. It is not known 
whether this phenomenon is a peculiarity of the square— wave valve and 
measuring apparatus or whether it is caused by the pickup units them- 
selves. The attempt to discover systematic trends in pickup behavior 
failed, however, because of this uncertainty. The experiment showed, 
however, that the design changes tried (variations in diaphragm mass, 
motion, and damping) did not result in changes in response any greater 
than the existing uncertainties. Any of the units tested should be suit- 
able for engine tests at moderate rates of pressure change (up to 
30,000 psi/sec) provided, of course, that the unit is rugged enough to 
withstand the peak pressures and the temperature effects. 


Tests with Other Types of Indicator 

The use of the sampling-valve indicator has already been mentioned. 
Its use for light-spring (low-pressure) diagrams was very slow because 
of the long time required for establishment of pressure equilibrium at 
each selected sampling point. It was also unsuitable for measurement of 
rapidly changing pressures because of the comparatively long duration of 
the sampling period. 

The M.I.T. magnetic pickup unit was used first for measurement of 
the frequency of the acoustic vibrations in the square— wave valve after 
each transient pressure change. Since its output is proportional 
to dp/dt, the record shown in figure lk is the time derivative of the 
pressure function created by the square— wave valve. The acoustic vibra- 
tions have a frequency of approximately 600 cycles per second. It was 
noted that the presence of the steel valve disk rotating near the pickup 
caused quite a disturbance (fig. 15 )* This fact may be a handicap in the 
application of magnetic circuits to measurements in engines unless pre- 
cautions are taken to avoid such stray field effects. 

The quartz— crystal pickup, when used with suitable amplifiers, gave 
a very good wave form (fig. 16), and when it was checked against a 
balanced-pressure unit by means of marker circuits, there appeared to be 
no noticeable phase— shift effects. The output of the quartz element, 
however, is so small that high— gain amplifiers must be employed for 
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obtaining low-pressure diagrams of usable size. The attendant diffi- 
culties with hum and other interference would seem to limit the useful- 
ness of the device for light-spring diagrams. Much more serious was the 
sensitivity of the pickup to mechanical vibration. This trouble was not 
present with the square-wave valve because this apparatus runs smoothly 
with very little vibration, but it proved impossible to obtain good low- 
pressure diagrams in a firing engine, largely because of the response 
to engine vibrations. Another disadvantage of the piezoelectric unit is 
that it gives pressure differences only, with no indication of the 
pressure level. 


Engine Tests 

A few tests were performed in a CFR engine. The engine was operated 
under the following conditions; 


speed, rpm . . 

manifold pressure, in. Hg abs 
exhaust pressure, in. Hg abs. 
spark advance, °B.T.C . .' . 
compression ratio . . . . . 

fuel . ' 

fuel-air ratio 

barometer, in. Eg 


1200 

29.0 

30.1 

16 

6 

100-octane aviation gasoline 

0.075 

30.1 


Figures 17(a) and 17(b) show the results obtained from clamped- and free- 
diaphragm units. In addition, the effect of using the small adapter 
(fig. 7) between the cylinder and pickup is shown. The most interesting 
effect of this adapter is the long "spike" produced at the top of the 
high-pressure diagram. This spike may be due to combustion of gases 
within the adapter passage. In figure 17(b) it will be noted' that the 
adapter passage decreased the amplitude of the oscillation during the 
exhaust period. The detail in the original diagram was improved also, 
and it may be that resonance of some sort was excited in the clamped 
diaphragm; the adapter passage could be expected to produce some damping. 
The use of connecting passages for mounting indicator pickup units appears 
to be a questionable procedure. The merit of any particular arrangement 
should be checked by experiment before it is assumed that the pressures 
measured are correct. 

The useful life of the free-diaphragm unit was found to be in excess 
of k hours under conditions approximating those listed. It is not expected 
that its life will be as great ordinarily as that of the clamped-diaphragm 
unit. Some of the latter units have been observed to perform well after 
15 to 20 hours of operation, even when fitted with- 0.0015-inch-thick steel 
diaphragms . 
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Effect of Thermal Gradients on Diaphragm Behavior 

The experiments with the square— wave valve indicate that light-spring 
diagrams made with balanced— pressure pickup units have only negligible 
dynamic errors. Furthermore, units with free diaphragms are free from 
zero shift at room temperature . Since the diaphragm is entirely free, 
thermal effects in the body of the pickup unit can have no effect upon 
diaphragm behavior. However, the effect of temperature gradients in the 
diaphragm itself has not been determined. It is suggested that this 
effeot could be determined by inserting a window in one of the pickup unit 
holes of the square— wave valve so that a spot of light from a strong arc 
could be focused on the diaphragm of a pickup in the adjacent hole. The 
light would be cut off periodically by the disk valve. In this way the 
pickup could be tested both with and without a dynamic temperature effect. 


CONCLUSIONS 


In an investigation to improve the accuracy of balanced— pressure 
indicators, it was found that: 

1. In light-spring diagrams, where the maximum rate of pressure 
change dp/dt does not exceed 30,000 psi per second, the most serious 
error found in the balanced-pressure pickup units was the zero shift 
caused by elastic stress in the diaphragm. 

2. The zero shift can be greatly reduced by the use of thin, free 
(unclamped) diaphragms. 

3. The errors introduced by the presence of well-perforated backing 
plates are not detectable in light— spring diagrams. 

4. The transient— time effects in the pickup units tested were 
erratic. There appear to be uncertainties of the order of +30 x 10~^ 
second when dp/dt is 20,000 to 30,000 psi per second. 

5. S m all connecting passageways between the pickup and the engine 
cylinder should be avoided. 

6. Excessive clearance for diaphragm motion causes loss of detail 
in the record. The lower limit of diaphragm travel is about 0.001 inch 
when thin diaphragms are used. 

7. The sensitivity to engine vibration of the piezoelectric pickup 
which was tested made it unsuitable for light-spring measurements in an 
engine. However, excellent records were obtained with the square-wave 
test machine, which was quite free from vibration. ' 
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8. A magnetic pickup of» M.I.T. design was unsuitable if moving masses 
of iron were nearby, because of the disturbance of the magnetic fields 
within the pickup. 

9° The sampling valve tested was unsuitable for measuring rapid 
pressure changes because of the length of the open period. In addition, 
its operation was tedious because of the slowness with which the manometer 
reached equilibrium, even after the air volume in the manometer had been 
reduced to a minimum. 

10o The square— wave valve described produces a reproducible pressure 
wave which oscillates alternately about the two steady pressures main- 
tained in the supply tanks. Rates of pressure change of 20,000 to 
30,000 psi per second are easily obtained. 


Sloan Laboratories for Aircraft and Automotive Engines 
Massachusetts Institute of Technology 
Cambridge, Mass., June 5> 19^7 
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Figure 3.- Rotating valve disk, 
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Figure 5.- Square -wave valve and tanks. 
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Figure 6.- Construction of pickup unit of M.i.T. balanced -pressure indicator. 
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10.- Effect of diaphragm motion on response. Valve speed, 1500 rpm. 
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Figure 10 .- Continued. 
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Figure 11.- Effect of connecting passage with large cross section. Valve speed, 1500 rpm. 



UNIT MOUNTED DIRECTLY 

UNIT WITH ADAPTER IN TEST VALVE 
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Figure 12.- Effect of connecting passage with small cross section. Valve speed, 900 rpm. 
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Figure 14.- 



Record from magnetic pickup of rate of pressure change 
against time. 



Figure 15.- 



Response of magnetic pickup to stray field effects of valve disk. 




Figure 16.- Record from a piezoelectric pickup. 
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UNIT WITH ADAPTER 



Figure 17.- Records from a firing CFR engine. 





CLAMPED- DIAPHRAGM UNIT WITH ADAPTER 



Figure 17.- Concluded. 




